SUPERVISOR TEST

FORT EDWARD
VILLAGE POLICE DEPT.
DATAMASTER dmt: 115708

Date: 09/26/2022

OPERATOR NAME:

JOSEPH P DEANGELO

Permit #: 49218

Operator Agency/Dept: FORT EDWARD VILL. PD
Reference Standard #: 22190

Nominal = 0.10 g/210L

BLANK TEST 0.00 23:08
INTERNAL STANDARD VERIFIED 23:08
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 23:08
BLANK TEST 0.00 23:09
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 23:10
BLANK TEST 0.00 23:11
REFERENCE STANDARD TEMP 34.01c

REFERENCE STANDARD 0.10 23:11
BLANK TEST 0.00 23:12

0.20 i i 40.0
Alcohol (g/210L)
0. 1g. ====n Flow Rate(L/M) 36.0
0‘ 16 e S S S S R il ““32_ D
0 B T TR S — 28.0
0. 12 24.0
0. 20.0
s S R T 16.0
0. 12.0
G. 3.0
0. 4.0
: : i 0.0
10 15 20 5 30
b 7 : 40.0
Alcohol (g/210L)
0.18/----- Flow Rate(L/M) 36.0
0.16 32.0
O i eI 28.0
& 0 ) e NS . RN . SO 24.0
s 20.0
0. 16.0
0. 12.0
D_ .......................................... 3‘0
Bl e E R S 4.0
o.oo’l ] ] : 0.0
0 5 10 15 20 25 30
0.20 : e 3 40.0
Alcchol (g/210L)
0.18)+----~ Flow Rate(L/M) |-eondommm. 36.0
L e e 32.0
[ R T PO SOPPIGT I RSO TOTOUOSURL-. SN OUUOVUU DS . 1SR 28.0
0'12 .......... zq_O
[ o) I -120.0
0 16.0
0. 12.0
L U 1 T s NN LS PSS UL IS 8.0
0. = Tt 4.0
0. ool 0.0
o 5 10 15 20 25 30



